Abstract. A microfluidic chip with microchannels ranging from 8 to 96 μm was used to mimic blood vessels down to the capillary level. Blood flow within the microfluidic channels was analyzed with split-spectrum amplitudedecorrelation angiography (SSADA)-based optical coherence tomography (OCT) angiography. It was found that the SSADA decorrelation value was related to both blood flow speed and channel width. SSADA could differentiate nonflowing blood inside the microfluidic channels from static paper. The SSADA decorrelation value was approximately linear with blood flow velocity up to a threshold V sat of 5.83 AE 1.33 mm∕s (mean AE standard deviation over the range of channel widths). Beyond this threshold, it approached a saturation value D sat . D sat was higher for wider channels, and approached a maximum value D sm as the channel width became much larger than the beam focal spot diameter. These results indicate that decorrelation values (flow signal) in capillary networks would be proportional to both flow velocity and vessel caliber but would be capped at a saturation value in larger blood vessels. These findings are useful for interpretation and quantification of clinical OCT angiography results.
Introduction
Angiography techniques provide information on blood flow, vessel diameter, and vessel density, which assist with the diagnosis of vascular diseases. 1, 2 Conventional angiography techniques, such as fluorescence angiography, require the injection of exogenous dye contrast agents. However, the injection of exogenous agents can introduce side effects, such as vomiting, general discomfort, and, in rare occurrences, anaphylaxis. 3 There is a need to develop label-free technology for angiography.
Optical coherence tomography (OCT) is capable of noninvasive three-dimensional (3-D) structural imaging with micrometer resolution and has proven vital in clinical ophthalmology. 4 Advances in research have led to OCT angiography techniques capable of mapping retinal vasculature with the intrinsic contrast of moving blood cells. [5] [6] [7] [8] [9] This is of particular interest for clinical use because it only requires a software modification of existing OCT systems, and the 3-D nature of OCT angiography allows the segmentation of clinically relevant tissue slabs. 10 Several OCT angiography methods have been reported previously, including amplitude based, phased based, and complex value based. [5] [6] [7] 10, [11] [12] [13] One such method, called split-spectrum amplitude-decorrelation angiography (SSADA), detects blood flow by measuring change in amplitude as the decorrelation between consecutive B-scans taken at the same location. 6, 14 Decorrelation is a function of the displacement of scatters (red blood cells) overtime, representing blood flow signals for OCT angiography. Multiple studies have used SSADA to quantify blood flow reduction in neurological disorders [15] [16] [17] and abnormal circulation in retinal diseases. 10, 18 In addition, changes in blood flow due to external stimuli in terms of vessel density and flow index have been reported. 19, 20 Previously, SSADA was used to quantitatively measure the blood flow speed in a phantom study.
14 However, this was based on a large size tube and therefore may not be suitable for describing capillary flow. It would be useful to understand how SSADA decorrelation values are associated with capillary flow. In this study, SSADA-based OCT angiography was performed on a microfluidic chip with channels ranging in width from 8 to 96 μm, to approximate the size of capillary vessels in the retina. The relationship between SSADA decorrelation values and blood flow speed for channels of different widths was investigated.
Materials and Methods

Design and Fabrication of Microfluidic Chip
The pattern of microfluidic chip channels was designed using AutoCAD and laid out on glass photomasks [ Fig. 1(a)] . The chips were then created according to standard photolithography and soft lithography techniques. 21 Briefly, the photoresist (SU-8 3025, MicroChem Corp, Newton, Massachusetts) was used to generate microstructures on a silicon wafer. Polydimethylsiloxane (PDMS) prepolymer (10A:1B, Sylgard 184 silicone elastomer kit; Dow corning, Midland, Michigan) was poured onto the photoresist mold and heated at 80°C for 45 min. After curing, PDMS was peeled from the photoresist mold. Inlet and outlet holes were then punched. The PDMS layer (0.4-mm thickness) was oxygen plasma bonded onto the glass slide (Corning, Sigma-Aldrich CLS294775X25).
Microchannels with different widths were distributed on the chip in a serial fashion [Figs. 1(a) and 1(b)]. To maintain a consistent blood flow speed throughout the microchannel, the total cross-sectional area of the flow region was fixed. The multiplication of channel number and width was set as a constant value. Two different types of chips were used in this study. In both types of chips, the height of all microchannels was 17 μm. The channel layout and dimensions were verified by scanning electron microscopy [Figs. 1(c) and 1(d)].
Blood Sample Preparation
Packed human red blood cells (PRBC) with sodium heparin anticoagulant (SER-PRBC, Zen-Bio, Inc) were diluted 1:1 with phosphate-buffered saline (PBS) to obtained 40% hematocrit. This was used in the microfluidic channels to simulate blood flow in vessels.
Experimental Setup
A commercial 70-kHz OCT system (Avanti RTVue XR, Optovue Inc., Fremont, California) was used in this study. A 60-diopter (D) lens was used to focus the beam from the OCT system on to the microfluidic chip. The axial resolution was calculated as 5 μm in tissue. The lateral resolution was measured to be 14.6 μm (see Appendix). A mechanical syringe pump (Harvard Apparatus, 70-2208) was used to pump blood through the chip. To condition (hydrate) the microfluidic chip, deionized water and then PBS were separately pumped at a high flow rate of 80 μL∕ min for 5 min each. Blood samples of 40% hematocrit were pumped at rates of 50, 40, 20, 10, 8, 6, 4, 2, 1, and 0 μL∕ min. The volume capacity of the syringe was 1 mL. OCT scans were taken 5 min after each change in pump rate to ensure that blood flow was at a steady state. The whole experiment was completed within 60 min to prevent coagulation of the blood and subsequent blocking of the channels.
Scan Protocol and Analysis Method
The SSADA algorithm was used for the processing of an OCT angiogram. 6 Briefly, two sequential B-scans, consisting of 304 A-scans each, were taken at the same location to calculate the decorrelation value. The separation time between B-scans was about 5 milliseconds (ms). There were 304 B-scan locations in one 3-D volume. Raster scan sizes of 3 × 3 mm 2 , 4.5 × 4.5 mm 2 , and 6 × 6 mm 2 were used. Actual scan areas were measured to be 3.5 × 3.5 mm 2 , 5.3 × 5.3 mm 2 , and 7 × 7 mm 2 according to the known size of microfluidic chip features in the OCT images. The scan density, step size (μm) between axial scans, was 11.51, 17.43, and 23.03 for these three scans. The small discrepancy could be due to the 60-D lens being slightly lower powered than the average eye and possible fan distortion of the scan field. "En-face" maximum decorrelation projection was obtained for the channels by a semiautomated segmentation program and was used for the later analysis in this study.
For a quantitative analysis of the SSADA decorrelation value, the center location for each channel was chosen. The half maximum of the decorrelation value was set as the threshold. The decorrelation values above the threshold were averaged and used for the analysis.
Characterization of Blood Flow Speeds in Microfluidic Chips
To verify the blood flow speed inside the channels, time lapse videos of red blood cells flowing in the microchannel were recorded by a charge-coupled device camera (DCC1645c-HQ, Thorlabs Inc., Newton, New Jersey) attached to an upright optical microscope (Nikon, Eclipse, E400). The red blood cells in the microchannels were manually tracked in the recorded videos processed by ImageJ software. 22 The speed of the red blood cells in the microchannel was calculated by dividing the distance traveled by the time lapsed. Red blood cells flowed in a single file in the 8-μm wide microchannel ( Once videos were recorded, OCT angiography scans of the microfluidic chips were performed in the same experimental session ( 
Results
Relationship Between the Split-Spectrum Amplitude-Decorrelation Angiography Decorrelation Value and the Blood Flow Speed in Channels of Different Size
It has been reported that SSADA decorrelation values are related to the blood flow speed, and the sensitivity of SSADA is related to the time interval between the repeated B-scans. 9 The current time interval between adjacent B-scans is around 5 ms. By increasing the pump rates, decorrelation values become higher on SSADA OCT angiograms (Fig. 4) . The relationship between centerline decorrelation values and the speeds of blood flow was investigated for five different channels with widths ranging from 8 to 64 μm (Fig. 5 ). In the Brownian motion situation, where the syringe pump was turned off, the SSADA decorrelation values of all the channels used were measured in a range of 0.0332 to 0.0435 with average AE standard deviation values of 0.036 AE 0.0045. The decorrelation value of static blood was higher than the value of static paper (0.030 AE 0.0047) on the same static phantom, suggesting SSADA acquired by the current setup is sensitive enough to differentiate static flow phantom from static paper. With the increase of blood flow speed, the decorrelation values increase when the flow speeds were relatively low and finally approached a saturation value in each channel. These trends are consistent with the findings from previous studies. 5, 14 However, the results here further show that the decorrelation values are also dependent on channel width. A smaller channel shows lower decorrelation values. The data sets were fitted with an exponential recovery model as described below:
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where D is the SSADA decorrelation value measured at the centerline of microfluidic channels, D sat is the saturated decorrelation value, and V sat is defined as the saturation velocity, where D reaches 95% of D sat . D Brownian is the background decorrelation value caused by the Brownian motion. D Brownian was set Table 1 . A linear relationship between decorrelation values and the speeds of blood flow was found when the speeds were less than V sat . The decorrelation values approached the saturation values D sat when the speeds were larger than V sat (Fig. 5 ). V sat for five different channel widths was measured to be 5.83 AE 1.33 mm∕s with no apparent correlation with channel width (Table 1) . In contrast, D sat values were higher for wider channels (Table 1) .
Relationship Between Saturated Decorrelation Values and Channel Sizes Relative to Beam Sizes
In Sec. 3.1, SSADA decorrelation values were found to be dependent on both the blood flow speed and channel width. We further studied the relationship between saturated decorrelation D sat and the channel size relative to beam size. These experiments were performed at a blood flow speed of 15 mm∕s, which is higher than the saturation velocity for all channels. SSADA OCT angiography contrast originates from the interaction between the focused laser beam and blood flow. The SSADA signal (decorrelation value) is affected by the area where the laser beam and the vessel interact. Here, we developed a simple theoretical model that relates the SSADA signal and the overlapped area between the laser beam and blood vessel. Figure 6 shows the two situations where the focused laser beam shines on a small vessel and large vessel. Here, the one-dimensional Gaussian function GðxÞ was used to describe the beam profile and the step function SðxÞ was used to describe the flow channel E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 2 ; 3 2 6 ; 3 4 8
E Q -T A R G E T ; t e m p : i n t r a l i n k -; e 0 0 3 ; 3 2 6 ; 3 1 4
where σ is a constant related to beam size and w is the channel width. The overlapped area between the laser beam and flow channel can be obtained by the flowing integration:
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where erf represents the error function. Since, we are considering the situation where the blood flow speed is fast enough so that the decorrelation value is saturated, the decorrelation D sat will be proportional to F 0 . Because the background reflectance for blood and tissue is different, the relationship between D sat and channel width w can be described as 
where B is a constant related to background reflection and D sm is the maximum saturated decorrelation value. D sat is the saturated decorrelation value when the beam spot size is much less than the channel size. This model predicts that the saturation decorrelation value D sat should be approximately linear with the channel width when the channel width is smaller than the OCT beam spot diameter, and D sat approaches a maximum value D sm when the channel width becomes much larger than the beam spot. In this case, where tissue and blood have the same static background reflection, the parameter B will be 1 and Eq. (5) will be simplified as an error function. However, in practice, the static background reflection in tissue and blood will be different and the value of B will be less than 1.
The model was used to fit the experimental results for all three scan sizes (Fig. 7) . The model fit well for most of the smaller channels. However, there is a small deviation of D sat above the fit D sm for large channel widths (64 and 96 μm) for all three scan sizes. This deviation may be attributed to the fact that in larger vessels, the centerline red blood cell concentration is higher than the average hematocrit. 23 For the data for the 24-μm channel, the fitting also deviated from the actual value. This may be due to unknown deviation in the experimental condition. It was found that D sm values decreased with the increase of OCT angiography scan size and that B values increased with the increase of OCT angiography scan size (Table 2 ). This may be due to the effect of sparse sampling for the larger scan sizes, where the centerline of the flow channels cannot be accurately located. This result also shows that for OCT angiography, a smaller scan step size is always preferred to increase the sensitivity and contrast of the image.
Discussion
The SSADA decorrelation value is dependent on both blood flow speed and channel (vessel) size. This has made the quantitative analysis of SSADA angiography more complex and challenging for clinical situations, where vessels of different size exist. However, quantitative analysis of SSADA angiograms is still possible under certain situations, and our results here provide useful information or guidance for quantitative analysis of SSADA angiograms. For example, for retinal vasculature, noncapillary larger vessels usually have higher blood flow speed, and the blood flow in these vessels will show saturated SSADA values. The different SSADA values shown in these large vessels are mainly due to the vessel size difference instead of flow speed difference. When comparing SSADA angiograms obtained from the same area at different time periods, the difference in the angiograms may not be due to the blood flow speed change but also due to vessel diameter change.
The lateral resolution of the OCT system plays an important role for the quantitative analysis of the SSADA angiogram. The high sensitivity SSADA can detect capillaries, which are smaller than the lateral resolution of the system. However, these capillaries will show up larger in the angiograms, and this may lead to a higher value when using a metric such as vessel density, the percentage area occupied by flow pixels on the OCT angiogram. 15 It was found that the SSADA decorrelation values for a flow channel will be affected by system sampling density (scan step size). Because of the speed limitation of the OCT system, the same number of A-scans in the whole 3-D scan area was used for different scan sizes. This would result in different sampling density for different scan sizes. The setup has a lateral resolution of 14.6 μm (see Appendix), the ideal sampling step size will be around 7 to 8 μm according to Shannon sampling theorem. 24 The current scan patterns will have an undersampling issue, especially for the scanning size of 5.3 × 5.3 mm 2 and 7 × 7 mm 2 . For the analysis of decorrelation value, we use the maximum decorrelation value in a channel. The maximum decorrelation value is at the center of the channel. For an undersampling situation, the center of the channel may not be sampled and the decorrelation value detected will be smaller. These results will show a trend of smaller decorrelation values for larger scan size as shown in Fig. 7 . Because of this, the values for D sm (also B) are different for different scan sizes in Table 2 . Thus, comparison of SSADA values should only be done for the angiograms obtained with the same scan size. As shown in Fig. 6 and Eq. (5), the value of D sat is related to the ratio between channel width (w) and the beam sized related constant (σ). If other parameters are the same, D sat will not change as long as the ratio between w and σ is not changed. So, changing beam spot will give the similar results as changing channel size.
Conclusion
Microfluidic chips with channel sizes ranging from 8 to 96 μm were used to quantitatively investigate the SSADA decorrelation. It was found that the flow signal (decorrelation values) measured with SSADA OCT angiography was related to both blood flow velocity and channel width. An exponential decay function was used to describe the relationship between the SSADA decorrelation value and blood flow speed when the channel width was fixed. When the blood flow speed was fixed at a high value above the saturation speed, the SSADA decorrelation value was dependent on channel width. An error function was used to describe the relationship between saturated SSADA decorrelation value and channel width. Our findings are useful for the interpretation of clinical OCT angiography.
Appendix: Determination of the Beam Focal Spot Diameter
The lateral resolution of the OCT system is related to the focal spot size of the laser beam. To determine the beam focal spot diameter (lateral resolution) of our system, a knife edge method was used. 25 Different from previous knife edge methods, where the knife edge was moved across the beam, the focused OCT beam was scanned across the knife edge in the current setup [ Fig. 8(a) ]. The OCT beam scanning direction and knife edge have a small angle θ such that the reflectance signal transition region is d [ Fig. 8(a) ]. A smaller angle will allow a longer reflectance signal transition region and provide a more accurate measurement. The OCT signal amplitude profile along the scanning direction can be modeled by an error function. By fitting the measured reflectance signal profile with the error function, the beam size can be calculated. Here, the data were obtained from the image file saved by the commercial OCT system, where a rescaled logarithmic amplitude was used. Therefore, calibration was performed to find the relationship between the values from the OCT image and the true amplitude reflectance. The raw spectrum exported from the system was processed in MATLAB™ with custom software. The processing steps include conversion from linear wavelength to linear wavenumber, numerical dispersion, and fast Fourier transform (FFT). The amplitudes of the FFT results were then converted to a logarithmic scale. The relationship between the OCT log amplitude and the readings from OCT images was fitted with a linear function. The fit parameters were used later on to determine the true amplitude reflectance. In the calibration experiment, a similar setup as in Fig. 1(d) was used. The OCT light beam was focused on to a mirror with a 60-D lens after passing through a neutral density filter with optical density (OD) of 3. The mirror was mounted on a 5-D stage and the signal reflected from the mirror was maximized by tuning the 5-D stage. The reading from the OCT image was 2530 and the amplitude reflectance was 10 −3 (in this case, the total OD is 6, corresponding to an amplitude attenuation of 1000 times). Based on the obtained relationship The fitting function is an error function: y ¼ a 1 err½a 2 × ðx − a 3 Þ þ a 4 , where err represent the error function, y is the OCT amplitude, x is the position of beam focal spot, and a 1 to a 4 are the fitting parameters. Based on the fitting results, the focal beam diameter (1∕e 2 ) was found to be 14.6 μm and the corresponding FWHM beam diameter was 8.6 μm.
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where A is the amplitude reflectance. Figure 2(b) shows the relationship between real amplitude reflectance and the readings from the OCT image. In this current setup, a B-scan image with 1020 A-lines covering a region of 2 mm was performed on a knife edge and the angle was set at 8 deg [ Fig. 8(c) ]. The OCT amplitude profile along the red line in Fig. 8(c) is shown as black dots in Fig. 8(d) and the error function fit is shown in blue [ Fig. 8(d) ]. The focal beam diameter (1∕e 2 ) was found to be 14.6 μm and the corresponding full-width at half-maximum (FWHM) beam diameter was 8.6 μm.
